[Color shades of visible light-cured composite resins].
The color of visible light-cured composite resins was examined by a dental color meter. The color shade guide was used as reference material in this study. The color difference value ranged from 5.5 to 11.0, suggesting that the color of composite resins is out of range of the shade guide.